Purpose The purpose of the study was to investigate how the use of dual-mobility cups (DMCs) affected the risk of revision due to dislocation as well as overall risk of revision compared with a conventional total hip arthroplasty (THA) system in the short term. Methods A total of 12,657 primary THAs were registered from the start of 2011 to the end of 2014. 620 THAs were with DMCs. For comparison, we included all registered THAs with Exeter cup and a cemented Exeter stem combined with 28-mm femoral head. Patients were followed up with respect to revision and/or death until 1 January 2016. For survival analysis, we used revision as an endpoint. Cox proportional hazards models were used to analyse the influence of various covariates (age, gender, surgical approach, THA model and pre-operative diagnosis). Results Of the 620 dual-mobility THAs and 2170 Exeter THAs, 100 had been revised. The overall unadjusted cumulative revision rate (CRR) for any reason of revision at five years after surgery was 3.9% in the dual-mobility group and 5.2% in the Exeter group. Cox regression analysis, adjusting for age, gender, THA type, surgical approach and pre-operative diagnosis, showed that the risk of revision was less in patients operated with DMCs and in patients having their operation for osteoarthritis.
Introduction
Dislocations after total hip arthroplasty surgery (THA) are a serious problem and according to the Lithuanian Arthroplasty Register they are the most common reason for re-operations during the first two years after primary surgery [1] . The risk factors for prosthetic dislocation after THA are multifactorial and may be patient-specific (gender, age, abductor deficiency, mental illness etc.) or related to the surgery (approach, malposition, femoral head diameter) [2] [3] [4] [5] . Using larger femoral heads and dual mobility systems has become popular in an effort to reduce the dislocation rate. The dual articulation cup concept was developed in 1974 combining the Blow frictionp rinciple of THA popularized by Charnley [6] with the McKee-Farrar concept of a larger diameter femoral head in order to enhance implant stability [7] . The goal was to achieve the greatest possible range of motion in a stable environment as well as to reduce wear. Dual mobility cups have been found to be an good option in revision THA especially when performed for recurrent dislocation [8] . Concerning use of DMCs for primary THA in general, a number of studies have shown that the concept significantly reduces the dislocation rate [9] . However, the overall survival varies among studies ranging from 81.4% to 96.3% at 15 years and with a dislocation rate between 0% and 1% [10] . We are only aware of one report from a National Arthroplasty Register regarding 287 primary DM hips of 78,098 THAs implanted in Sweden [5] . The authors reported that the use of DMCs resulted in a clinically relevant reduction in the dislocation rate.
In Lithuania, use of DMCs in primary THA has been relatively popular. We investigated how their use affected the risk of revision due to dislocation as well as their overall risk of revision as compared with a conventional, well-established THA system.
Materials and methods
The Lithuanian Arthroplasty Register (LAR) was established in 2011 and registers all primary and revision procedure for hips and knees. Data is collected via the Internet and is based on a minimal data set, as suggested by the European Arthroplasty Register [11] , which includes patient age, sex, pre-operative diagnosis, surgical approach and part numbers of components used. Completeness of the register was validated by comparing data with that in the Implant Usage Database of the State Patient Fund and was found to be 86% for primaries and 99% for revisions. As with many other registers, the LAR defines revision as a second operation after an arthroplasty in which implant components are exchanged, removed or added. A total of 12,657 primary THAs were registered from the start of 2011 to the end of 2014. Of these, 620 used DMCs (both cemented and cementless), which were included in the study. The Avantage cup (Biomet) was used in 542 cases and the Quattro (Lepine group) in 78. In combination with the cups, a number of different stem types were used on the femoral side.
As comparison, we included all THAs using the polyethylene Exeter cup and a cemented Exeter stem with a 28-mm femoral head, but this implant combination was the one most frequently used during the study period. Patients were followed up with respect to revision and/or death until 1 January 2016. The Lithuanian National Census Register was used to obtain information on patients who died before the end of the follow-up period. The study was approved by the national ethical committee (No. BE-2-17).
Statistical analysis
For descriptive statistics, we used means, ranges and 95% confidence intervals (CI). Follow-up started on the day of primary THA and ended on the day of revision, death or 1 December 2015, whichever came first. Cumulative revision rate (CRR) curves were produced using the life table method using monthly intervals. CIs were calculated using the Wilson quadratic equation with Greenwood and Peto effective sample-size estimates [12] . Cox regression was used to compare the risk of revision of the DM group with that of the Exeter group, adjusting for differences in age, sex, surgical approach and whether the patient had been operated for OA. A p value < 0.05 was considered significant. In the case of bilaterally operations, both hips were included, but it has been reported that this has little effect on survival in register studies [14] .
Results
Median follow-up time was 2.5 (0-5) years. Demographic data is presented in Table 1 . Osteoarthritis was the most common primary diagnosis for THA.
Of 620 DM THAs, 573 were implanted using a posterior approach and the remaining 47 using an anterolateral approach. Of the Exeter hips, 2074 were implanted using a posterior approach and 96 using an anterolateral approach. At the end of follow-up, 100 revisions had been performed. The distribution of revisions is presented in Table 2 . Prosthetic DM dual-mobility dislocation was the most common reason for revision. In the Exeter group, 52 of 86 revisions were for dislocation (60%), while four of 14 were for dislocation in the DM group (29%), of which three were intraprosthetic. Of the 2170 surgeries in the Exeter group, 556 (26%) were for other diseases than OA, accounting for 23 of the 52 revisions for dislocation (44%). In the DM group, 250 of 620 (40%) were for diseases other than OA, accounting for one of the four revisions for dislocation. The overall unadjusted CRR for any reason at five years after surgery was 5.2% (95% CI 3.9-17.7) for the Exeter group and 3.9% (CI 2.1-51.7), for DM group (Fig. 1) . Cox regression analysis, adjusting for age, gender, THA type, surgical approach and pre-operative diagnosis showed that the risk of revision was less in patients operated upon with DMCs and in patient having their operation for osteoarthritis. The effects of surgical approach, gender and age were not statistically significant (Table 3) . A separate analysis for patients having been operated upon for OA only showed a CRR for any reason of 4.5% (CI 3.1-18.8) for the Exeter and 2.5% (CI 1.0-54.1) for the DM group (Fig 2) , while Cox regression analysis showed no significant effects (THA type, age, gender, surgical approach).
Discussion
To our knowledge, this is the largest series of DMCs derived from a national arthroplasty register. Of all DMC patients, 44% had other diagnosis than OA, compared with 26% of patients in the Exeter group, which might indicate that Lithuanian surgeons have tended to use DMCs for more complex cases, which may have negatively affected outcomes for this group. However, at five years, the CRR for all reasons of revision was 4% for the 620 primary hips using DMCs compared with 5.4% for the Exeter group.
DMCs are reported to have a high rate of loosening [10, 13] and a higher rate of osteolysis and cup loosening in younger patients and cases of childhood disease sequelae [13] . Worries about these issues have limited the use of DMCs. Our shortterm comparison of DMCs to that of a well-documented THA system (Exeter) shows that the DM THA performed at least as well in the short term. We also found that surgery for diagnoses other than OA had an increased risk of revision, suggesting that dual articular cups could be considered for non-OA patients, e.g. for THA due to femoral neck fractures.
DMCs have mainly been used worldwide in patients considered prone to dislocation or in revisions for dislocations [8, 9] . Thus, it is likely that our nationwide database of patients receiving DMCs included patients with a higher-than-average Exeter cemented system, n = 2170
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Cementless DM, n = Follow-up (months) Fig. 1 Unadjusted cumulative revision rate (CRR) with 95% confidence interval (CI) for all patients using any reason of revision as endpoint. Exeter CRR is shown as a black line with a red CI and the dualmobility (DM) group CRR with a blue line and light blue CI risk of postoperative dislocation. Still, among the 620 primary DM hips, four revisions only were due to dislocation (of which three were intraprosthetic), compared with 52 revisions for dislocation in the Exeter group of 2170 hips. Also to be considered is that after a primary arthroplasty, a revision for dislocation in conventional primary THA is usually not done before a patient has dislocated two to three times; thus, the RR for dislocation is lower than the true dislocation rate. However, dislocations of DMCs are often intraprosthetic, requiring surgery after the first event. Thus, the RR for dislocation is probably not much lower than the true dislocation rate.
A study from a single hospital in Lithuania found low RRs for dislocation with the DM cup in high-risk femoral neck fracture patients [9] . Similarly, Combes at al. investigated 2480 primary THA with DMCs and reported 0.88% dislocation rate, which is far below the rates reported with conventional THA [14] . Similar results were observed in our current register study, where revision rates due to dislocation in DMCs were 0.7% compared with 2.4% in the Exeter group.
A limitation of our study was selection bias due to the tendency to select DM systems for high-risk patients, especially those with femoral neck fractures ( Table 1 ). This should theoretically have a negative effect on outcomes in DMCs; however, our findings were contradictory, finding that DMCs had a lower RR compared with the Exeter THA. Another limitation of our study is the relatively short followup; however, even these results are promising.
We conclude that DM implant had a low short-term complication rate, comparable with that of a conventional, welldefined THA. The especially low dislocation rate makes it a reasonable choice for high-risk patients, while longer-term results are needed before it can be recommended for general use. Fig. 2 Unadjusted cumulative revision rate (CRR) with 95% confidence intervals (CI) for only patients operated for osteoarthritis (OA) using any reason of revision as endpoint. Exeter CRR shown as black line with a red CI; dual-mobility (DM) group CRR shown with a blue line and light blue CI
